Visible and near-infrared spectroscopy for distinguishing malignant tumor tissue from benign tumor and normal breast tissues in vitro

Yang Zhang
Yongjun Chen
Yuan Yu
Xingbo Xue
Valery V. Tuchin
Dan Zhu
Visible and near-infrared spectroscopy for distinguishing malignant tumor tissue from benign tumor and normal breast tissues \textit{in vitro}

Yang Zhang,\textsuperscript{a,b} Yongjun Chen,\textsuperscript{c} Yuan Yu,\textsuperscript{c,d} Xingbo Xue,\textsuperscript{c} Valery V. Tuchin,\textsuperscript{e,\textsuperscript{f,\textsuperscript{g}}} and Dan Zhu\textsuperscript{a,b}

\textsuperscript{a}Huazhong University of Science and Technology, Britton Chance Center for Biomedical Photonics, Wuhan National Laboratory for Optoelectronics, Wuhan 430074, China
\textsuperscript{b}Huazhong University of Science and Technology, Department of Biomedical Engineering, Key Laboratory of Biomedical Photonics of Ministry of Education, Wuhan 430074, China
\textsuperscript{c}Huazhong University of Science and Technology, Affiliated Tongji Hospital, Wuhan 430030, China
\textsuperscript{d}Fudan University, The Fifth People’s Hospital of Shanghai, Heqing Road 801, Shanghai 200240, China
\textsuperscript{e}Saratov State University, Institute of Optics and Biophotonics, Saratov 410012, Russia
\textsuperscript{f}Institute of Precise Mechanics and Control of RAS, Saratov 410028, Russia
\textsuperscript{g}University of Oulu, P.O. Box 4500, Oulu 90014, Finland

Abstract. The high incidence and mortality of breast cancer requires an effective, rapid, and cost-effective method for its diagnosis. Here, visible and near-infrared spectroscopy in the wavelength range of 400 to 2200 nm is utilized for distinguishing the malignant tumor tissue from benign tumor and normal breast tissues. Based on the absorption and scattering spectra of fixed samples, three spectral analysis methods are proposed which include an absorption spectral analysis, a scattering spectral analysis, and a combined spectral analysis of the two. By comparison with the histopathological examination, the sensitivity, specificity, and accuracy of the three analysis methods are calculated. The results showed that the combined spectral analysis method can significantly enhance the effectiveness when compared with the sole absorption or scattering spectral analysis method. The sensitivity, specificity, and accuracy of the combined spectral analysis method are 100%, 87.82%, and 87.50% for the benign tumor tissue and 81.82%, 100%, and 87.5% for malignant tumor tissue, respectively. All of the three values are 100% for normal breast tissue. This study demonstrates that the combined spectral analysis method has better potential for \textit{in vitro} optical diagnosis for breast lesions. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.18.7.077003]

Keywords: breast tissue; breast lesions; visible and near-infrared spectroscopy; combined spectral analysis method; tissue optics; inverse adding-doubling method.

1 Introduction

Breast cancer is one of the most common malignant tumors for women. The incidence rate of breast cancer has been growing rapidly during the past 10 years. There are almost 1.3 million women suffering from breast cancer each year, and the mortality of breast cancer is up to 40%.\textsuperscript{1,2} To reduce the mortality, an accurate and efficiency method for early screening of breast cancer is required. Mammography, a common diagnostic technique, has been a common screening tool for breast cancer. However, it is not sensitive to cancerous lesions for radiological dense breasts, which may lead to a significant false-positive reports.\textsuperscript{3} Diffuse optical technique based on frequency domain,\textsuperscript{4,5} time resolved,\textsuperscript{6,7} continuous wave,\textsuperscript{8} or the combination\textsuperscript{9,10} was used to measure the concentration of oxy-(HbO\textsubscript{2}) and deoxy-(Hb)hemoglobin to assess the metabolism state of normal or lesion breast, which has shown some potential for noninvasive breast cancer screening.

For some patients, surgery is often unavoidable, but as many as 20% to 70% undergoing breast conserving surgery require repeat surgeries due to a positive-surgical margin diagnosed postoperatively.\textsuperscript{11} Until now, the histopathological examination is regarded as the gold standard for the diagnosis of breast lesions based on surgical operation, which can distinguish the malignant tumor from benign tumor and normal breast tissue according to the changes in microscopic morphology and composition of breast tissues by staining methods.\textsuperscript{12} However, this method is time consuming. Usually, patients have to wait for three to seven days to get the exact nature of tumor before the surgeons perform mastectomy or lumpectomy.\textsuperscript{13,14} With a majority of research efforts focusing on ultraviolet-induced fluorescence,\textsuperscript{15} Raman spectroscopy,\textsuperscript{16,17} or optical spectra imaging,\textsuperscript{18} optical coherence tomography,\textsuperscript{19} the optical biopsy has been used for distinguishing dysplasia and cancer from normal tissue or benign condition as an intraoperative evaluation method.\textsuperscript{20-22}

Actually, tissue optical properties, i.e., absorption, scattering, and reduced scattering coefficients, can vary with the degree of tissue lesion severity,\textsuperscript{23} which have the potential to aid in the assessment of breast pathology \textit{in vitro}.\textsuperscript{24,25} For instance, absorption coefficient reflects molecular composition of tissues, whose changes at specific wavelengths could serve as a spectral fingerprint of the molecular change for the diagnostic purposes.\textsuperscript{26} The scattering coefficient or reduced scattering coefficient depends on the size, morphology, and structure of components in tissues. The components of breast tissue include...
blood, water, lipids, and collagen. Variations in the components of lesion tissue would affect absorption and scattering properties, thus providing a means for characterizing the pathological change of tissue. Previous investigations about tissue optics mainly focused on the visible and near-infrared (VIS-NIR) region between 400 and 1000 nm and some extended to 1600 nm. It should be noted that the characteristic information of lipids and water in the wavelength range of 1400 to 2000 nm is more significant, which may be more suitable for breast cancer diagnosis.

The purpose of this work is to develop a rapid and effective diagnosis of breast lesions by using VIS-NIR spectral analysis of fixed tissue samples. A commercially available spectrophotometer with an integrating sphere was applied to measure the reflectance and transmittance of the samples. Based on the absorption and scattering spectra of normal and abnormal breast tissues in the wavelength range of 400 to 2200 nm, an absorption spectral or scattering analysis method was proposed by self-defined absorption spectrum variation factor $A$ or a wavelength exponent $c$ of scattering. Further, a combined spectral analysis of the two parameters was developed. By comparing the results of spectral analysis methods with histopathological examination, the sensitivity, specificity, and accuracy were calculated to evaluate the effectiveness of the methods.

## 2 Materials and Methods

### 2.1 Experimental System

In order to obtain the optical properties of tissue, a spectrophotometer (Lambda 950, PerkinElmer, Waltham, Massachusetts) with an integrating sphere was applied to measure the transmittance and reflectance spectrums of the samples in the range of 400 to 2200 nm with 10-nm intervals. Here, the diameter of the integrating sphere is 150 mm, and the diameter of the sample port is 25.4 mm. This commercial spectrophotometer has high accuracy and repeatability, which were proved previously. Therefore, in this work, a single measurement of transmittance or reflectance spectrum for each sample was performed, respectively. The transmittance and reflectance were measured in the range of 400 to 2200 nm with a 10-nm interval.

### 2.2 Sample Preparation

All samples were obtained from 28 patients during surgery in Affiliated Tongji Hospital, Huazhong University of Science and Technology. According to the histopathological report, the samples were divided into three groups: malignant breast tumor tissue ($n = 11$), benign breast tumor tissue ($n = 5$), and normal breast tissue ($n = 16$). Normal breast tissue samples were obtained from safe margins of tumors without obvious tumor characteristics, which were confirmed by histopathology. After having removed the residual blood on the tissue surface with saline, the fresh breast tissues were fixed immediately in 10% formaldehyde solution so as to keep their nanoarchitecture. Fixed tissues were stored in a dark room at 4°C, then warmed up to 25°C, and sliced into tissue sections before measurements. The size of each sample was approximately $30 \times 30 \text{ mm}^2$ to assure it was larger than the sample port ($25.4 \times 25.4 \text{ mm}^2$) of the integrating sphere. Each sample was sandwiched between two glass slides with 1 mm thickness each, and measured four times with a caliper on different points and averaged. The average thickness of samples was $1.1 \pm 0.34 \text{ mm}$.

### 2.3 Data Analysis

Based on the measurements of sample thickness, transmittance and reflectance spectra in the range of 400 to 2200 nm and the corresponding spectra of absorption coefficient and reduced scattering coefficient were calculated by the inverse adding-doubling (IAD) method. This arithmetic was developed by Prahl et al., which has been widely applied to derive tissue optical properties. In order to find some effective optical markers to characterize different types of breast tissues, further analysis was performed as in the following sections.

#### 2.3.1 Absorption and scattering spectral analysis methods

Since there are typical absorption peaks at 1450 nm for water and 1720 nm for lipid, a new parameter, namely the absorption spectrum variation factor $A$, was defined as follows:

$$A = \frac{\mu_{1450} - \mu_{1720}}{\mu_{1450} + \mu_{1720}}.$$

Here, $\mu_{1450}$ and $\mu_{1720}$ are the absorption coefficients of breast tissue at 1450 and 1720 nm, respectively.

In general, the reduced scattering coefficient of tissue includes the total contribution of Rayleigh and Mie scatterings, which can be described with the following equation:

$$\mu'_r(\lambda) = a_{\text{Rayl}} \left( \frac{\lambda}{1 \text{ nm}} \right)^{-4} + b_{\text{Mie}} \left( \frac{\lambda}{1 \text{ nm}} \right)^c. $$

Here, $a_{\text{Rayl}}$ and $b_{\text{Mie}}$ indicate the part of the Rayleigh and the Mie scatterings, respectively, $\lambda$ is the wavelength, and $c$ is the wavelength exponent. Equation (2) was used to curve fit the reduced scattering spectra of tissue in the wavelength range of 400 to 2200 nm, and then the optimal parameters would be calculated by using the least square regression.

In order to further improve the effectiveness of spectral analysis methods for distinguishing malignant tumor tissue from benign tumor and normal human breast tissues, a combined analysis method of the above two parameters was performed as follow: first, the absorption spectrum variation factor $A$ was used to distinguish the normal samples from the diseased breast tissues. Second, the wavelength exponent $c$ was applied to classify the diseased ones into two categories, benign and malignant tumors.

#### 2.3.2 Statistical analysis

A one-factor analysis of variance (ANOVA) was applied to determine the significant difference of the absorption spectrum variation factor $A$ or the wavelength exponent $c$ of different types of breast tissues by SPSS16.0 software. Changes were considered to be significant if $P < 0.05$ and extremely significant if $P < 0.01$.

#### 2.3.3 Effectiveness analysis

The effectiveness of the VIS-NIR spectral analysis methods is determined by comparing the results with histological examination. Based upon the results of these comparisons, three quantitative values (sensitivity, specificity, and accuracy) can...
be calculated to provide an objective comparison of various spectral analysis methods. Calculation of the three quantities depends upon classifying a particular analysis as either a true positive (TP), which represents classification by both techniques as lesion; a false positive (FP), which corresponds to a classification as lesion by spectroscopy and as normal by histology; a false negative (FN), which corresponds to a normal classification by spectroscopy and a lesion classification by histology; or a true negative (TN), which corresponds to classification by both techniques as normal. Once the appropriate classifications have been performed, sensitivity, specificity, and accuracy for discrimination of benign and malignant tumors are calculated as follows:15

\[
\begin{align*}
\text{Sensitivity} &= \frac{TP}{TP + FN} \\
\text{Specificity} &= \frac{TN}{TN + FP} \\
\text{Accuracy} &= \frac{(TP + TN)}{(TP +TN + FP + FN)}
\end{align*}
\]

3 Results

3.1 Absorption Spectra of Normal and Diseased Human Breast Tissues

Figure 1(a)–1(c) shows the absorption spectra of normal breast tissue samples (n = 16), benign tumor tissue samples (n = 5), and malignant tumor tissue samples (n = 11) in the range of 400 to 2200 nm. It can be seen that the absorption spectra have good consistency in the same type of breast tissue, but differences exist in different types of tissues.

Figure 1(a) shows that there are four absorption peaks at 1190, 1450, 1720, and 1930 nm for normal breast tissue. The strongest absorption peak occurs at 1930 nm, and the weakest absorption peak at 1190 nm. Comparing with Fig. 1(b) and 1(c), both the absorption peaks of benign and malignant breast tumor tissues at 1450 and 1930 nm are larger than those of normal tissue, but the peak of diseased breast tissues at 1720 nm almost disappears.

Table 1 summarizes the mean absorption coefficients at 1190, 1450, 1720, and 1930 nm for different types of breast tissues and the mean absorption spectrum variation factor A according to the Eq. (1). The statistical analysis shows that there are significant differences in the absorption peaks at 1450, 1930, and 1720 nm between normal and diseased breast tissues except at 1190 nm, but no significant differences in the peaks at the above four wavelengths between malignant and benign breast tissues. In contrast, the absorption spectrum variation factor A defined in this work indicates an extremely significant difference between normal and diseased breast tissues and a significant difference between benign and malignant breast tissues.

3.2 Scattering Spectra of Normal and Diseased Human Breast Tissues

Figure 2(a)–2(c) shows that the scattering spectra of all the samples are very similar for the same type of breast tissue but different for different types of tissues. In visible wavelengths, the reduced scattering coefficient of normal breast tissue samples is much smaller than that of diseased tissues, and the values of malignant tumor tissue is the biggest. In addition, there are two scattering peaks at 1450 and 1940 nm for diseased tissues.

The mean ± standard error of wavelength exponent c for different types of breast tissues was calculated, and further one-factor ANOVA was performed to test the differences among the three types of breast tissues. The results are summarized in Table 2. It can be found that significant differences not only exist between the normal breast and diseased breast tissues, but also exist between benign and malignant tumor tissues.

3.3 Effectiveness of Spectral Analysis Methods

Figure 3 shows the distribution of absorption spectrum variation factor A and wavelength exponent c of scattering for all of the samples. It can be found that it is easy to distinguish the normal and diseased breast because the normal samples are mainly localized in areas I and II, but difficult to distinguish the benign and malignant breast tissues because there is overlap in areas III and IV.

The combined analysis method (A & c) of the absorption and scattering spectral analysis was performed to distinguish malignant tumor, benign tumor, and normal human breast samples from each other. First, when the value of A was less than 0.058 (median of limit error of A for normal and benign tumor, 99% confidence interval), the sample was defined as normal, otherwise, the sample was defined as diseased tissue. Second, the wavelength exponent c is applied to classify the types of diseased samples as benign or malignant tumor. According to the distribution of wavelength exponent c of scattering, the sample was defined as a benign tumor one when the value of c was greater than −0.829 (median of limit error of c for benign and malignant tumor, 99% confidence interval), otherwise, the sample was defined as a malignant tumor.
In order to evaluate the effectiveness of the absorption, scattering, or the integrating spectral analysis methods, the type identification of spectroscopy for each sample was assessed whether it is a TP, FN, TN, or FP by comparing the calculated value of optical parameters ($A$, $c$, or $A$ & $c$) and the result of histopathological examination. The sensitivity, specificity, and accuracy were calculated by using Eq. (3).\(^{15}\) The results are summarized in Table 3. Among the three spectral analysis methods, the combined spectral analysis method has the highest sensitivity and accuracy for discrimination of benign breast tumor tissue which reach up to 100% and 87.50%, respectively. The specificity is slightly lower than that for absorption spectral analysis, but higher than that for scattering spectral analysis. For discrimination of malignant breast tumor tissue, the specificity of integrating analysis method is 100%, which is higher than those for the two other methods; the sensitivity is 81.82%, which is the same as that of the higher of the sole analysis methods; and the accuracy has the same as that for absorption spectral analysis, which is slightly lower than that from scattering spectral analysis method.

### Table 1. Absorption parameters of different types of breast tissues.

<table>
<thead>
<tr>
<th>Breast tissue</th>
<th>Normal ($n = 16$)</th>
<th>Benign ($n = 5$)</th>
<th>Malignant ($n = 11$)</th>
</tr>
</thead>
<tbody>
<tr>
<td>$\mu_a$ ($\lambda = 1190$ nm)</td>
<td>0.0836 ± 0.0042</td>
<td>0.0803 ± 0.0062</td>
<td>0.0836 ± 0.0032</td>
</tr>
<tr>
<td>$\mu_a$ ($\lambda = 1450$ nm)</td>
<td>0.6686 ± 0.0418</td>
<td>1.3402 ± 0.0912</td>
<td>1.8864 ± 0.1272</td>
</tr>
<tr>
<td>$\mu_a$ ($\lambda = 1720$ nm)</td>
<td>0.8766 ± 0.0308</td>
<td>0.6598 ± 0.0504</td>
<td>0.6208 ± 0.0336</td>
</tr>
<tr>
<td>$\mu_a$ ($\lambda = 1930$ nm)</td>
<td>1.9093 ± 0.1363</td>
<td>4.4220 ± 0.5195</td>
<td>4.2260 ± 0.2940</td>
</tr>
<tr>
<td>$A_i$</td>
<td>$-0.1346 ± 0.0194$</td>
<td>$0.3402 ± 0.0538$</td>
<td>$0.5048 ± 0.0218$</td>
</tr>
<tr>
<td>$A_i - A_{i\text{;normal}}$</td>
<td>—</td>
<td>$0.4748^{a}$</td>
<td>$0.6394^{a}$</td>
</tr>
<tr>
<td>$A_i - A_{i\text{;benign\text{tumor}}}$</td>
<td>—</td>
<td>—</td>
<td>$0.1646^{b}$</td>
</tr>
</tbody>
</table>

Note: $A_i$ is the mean ± standard error of $A$.

\(^{a}\)Extremely significant difference ($P < 0.01$).

\(^{b}\)Significant difference ($P < 0.05$).

### Table 2. The wavelength exponent values of scattering of different types of breast tissues.

<table>
<thead>
<tr>
<th>Breast tissue</th>
<th>Normal ($n = 16$)</th>
<th>Benign ($n = 5$)</th>
<th>Malignant ($n = 11$)</th>
</tr>
</thead>
<tbody>
<tr>
<td>$c_i$</td>
<td>$-0.4730 ± 0.0530$</td>
<td>$-0.7170 ± 0.0456$</td>
<td>$-0.9798 ± 0.0598$</td>
</tr>
<tr>
<td>$c_i - c_{i\text{;normal}}$</td>
<td>$-2440^{c}$</td>
<td>—</td>
<td>$-0.5056^{d}$</td>
</tr>
<tr>
<td>$c_i - c_{i\text{;benign\text{tumor}}}$</td>
<td>—</td>
<td>—</td>
<td>$-0.2628^{e}$</td>
</tr>
</tbody>
</table>

Note: $c_i$ is the mean ± standard error of $c$.

\(^{c}\)p < 0.05.

\(^{d}\)p < 0.01.

In order to evaluate the effectiveness of the absorption, scattering, or the integrating spectral analysis methods, the type identification of spectroscopy for each sample was assessed whether it is a TP, FN, TN, or FP by comparing the calculated value of optical parameters ($A$, $c$, or $A$ & $c$) and the result of histopathological examination. The sensitivity, specificity, and accuracy were calculated by using Eq. (3).\(^{15}\) The results are summarized in Table 3. Among the three spectral analysis methods, the combined spectral analysis method has the highest sensitivity and accuracy for discrimination of benign breast tumor tissue which reach up to 100% and 87.50%, respectively. The specificity is slightly lower than that for absorption spectral analysis, but higher than that for scattering spectral analysis. For discrimination of malignant breast tumor tissue, the specificity of integrating analysis method is 100%, which is higher than those for the two other methods; the sensitivity is 81.82%, which is the same as that of the higher of the sole analysis methods; and the accuracy has the same as that for absorption spectral analysis, which is slightly lower than that from scattering spectral analysis method.
4 Discussion

From the above measurements, it was found that there are differences in absorption and scattering spectra among the normal, benign, and malignant breast tissues. For instance, there is a characteristic peak at 1720 nm for normal breast tissue, while the peak almost disappears for diseased tissues. This should be due to the changes in stroma of breast tissue.\(^{25}\) It is well known that a large amount of fat cells exist in normal breast tissue, but only a few in benign breast tumor tissue, and even fewer in malignant breast tumor tissue. Instead, there is a lot of collagenous stroma in lesion breast tissue.\(^{24,36}\) As the main component of fat, the lipid has a characteristic absorption peak at 1720 nm,\(^{26}\) so the changes in absorption peak at 1720 nm reflect the content change of fat cells in breast tissue.

In the view of histopathology, the water content of a fat cell is much lower than that of fibrocyte of tumor stroma.\(^{35}\) Therefore, water is regarded as an important indicator of breast lesion. Chung et al. found the increase of water content in diseased breast tissues with diffuse optical spectroscopy.\(^7\) It is reported that in the wavelength range of 1100 to 2000 nm, water has three main absorption peaks at 1190, 1450, and 1930 nm, respectively.\(^{36}\) Compared to the two absorption coefficient magnitudes at 1450 and 1930 nm, the value at 1190 nm is too small to show an obvious peak. This explains why there is no significant difference at 1190 nm between normal and diseased breast tissues. The latter two peaks at 1450 and 1930 nm show significant differences between normal and diseased breast tissues, but it was still unable to separate the benign and malignant tumor. Although the absorption peak of breast tissue at 1930 nm is higher than the one at 1450 nm, there is bigger noise for absorption coefficient measurement when the wavelength is longer than 1880 nm. It may be caused by different types of water in tissues. As we know, water usually has two states: free water and bound water. Free water has three absorption peaks at 1892, 1906, and 1924 nm, while the bound water has two absorption peaks at 1909 and 1927 nm.\(^{58}\) In addition, the reflectance of the integrating sphere wall decreases with increasing wavelength, which increases the variation of measurements. Therefore, considering the absorption characteristics of water at 1450 nm and lipid at 1720 nm, the defined absorption spectrum variation factor \(A\) makes it possible to differentiate different types of breast tissues. For future work, this complex band with a center at 1930 nm should be analyzed more precisely because it contains potential information about free and bound water,\(^{38}\) which could be additional intrinsic markers of tissue malignancy.\(^7\) Moreover, the content of each component, even for healthy breast tissue, is not identical for different persons or different ages,\(^{11}\) so the single absorption spectral analysis is insufficient to accurately characterize the type of breast tissues.

The previous investigations showed that the content of collagen has potential implications for the assessment of breast density and cancer risk,\(^7\) which may be used to describe the changes of nanoarchitecture in stroma among the three types of breast tissues according to the scattering spectra. The results show that there is an obvious difference in scattering spectra among normal and lesion breast tissues in the spectrum of visible light, i.e., the reduced scattering coefficient of normal breast is much smaller than the diseased ones, and the value of malignant tumor is the largest, but there is no evident difference in the range of 1000 to 2200 nm. It can be interpreted as follows: the collagenous stroma in benign tumor and the hyperplasia of fibrous connective tissue in malignant tumor will increase Mie scattering of tissue. Lipid, an important source of Mie scattering, disappears with the lesion of breast tissue, which decreases the scattering. The increase of collagenous stroma and the decrease of lipid produce opposite contributions to the scattering of lesion breast tissues for the longer wavelength. However, both fibrous connective and collagenous stromal tissue consist of microfibrils with a period of 64 nm, which results in strong Rayleigh scattering.\(^{96,97}\) Therefore, for the visible light, the reduced scattering coefficient of lesion breast is much higher than that of normal breast. Because there are numerous of hyperplasia of dense fibrous connective tissue in malignant tumor, it leads to a stronger Rayleigh scattering than that in benign tumor. In this study, the introduced wavelength exponent \(c\) based on the size of scatters can be used to describe the scattering characteristic of different types of breast tissues. There are two scattering peaks at 1450 and 1930 nm for the benign or malignant breast tissues, which should be due to a cross-talk between the calculated reduced scattering coefficient and the absorption coefficient. Since it has been proved that the strong absorption

![Fig. 3](https://remotesensing.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/077003-5)

**Fig. 3** Distribution of absorption spectrum variation factor \(A\) and wavelength exponent value \(c\) of scattering of different types of breast tissues.

### Table 3

Effectiveness of spectral analysis for distinguishing different types of breast tissues.

<table>
<thead>
<tr>
<th>Type of tissue</th>
<th>Spectral analysis</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
<th>Accuracy (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Normal</td>
<td>A</td>
<td>100.00</td>
<td>100.00</td>
<td>100.00</td>
</tr>
<tr>
<td></td>
<td>C</td>
<td>68.75</td>
<td>93.75</td>
<td>84.38</td>
</tr>
<tr>
<td></td>
<td>A &amp; c</td>
<td>100.00</td>
<td>100.00</td>
<td>100.00</td>
</tr>
<tr>
<td>Benign</td>
<td>A</td>
<td>80.00</td>
<td>88.89</td>
<td>81.25</td>
</tr>
<tr>
<td></td>
<td>C</td>
<td>80.00</td>
<td>74.07</td>
<td>75.00</td>
</tr>
<tr>
<td></td>
<td>A &amp; c</td>
<td>100.00</td>
<td>81.82</td>
<td>87.50</td>
</tr>
<tr>
<td>Malignant</td>
<td>A</td>
<td>72.73</td>
<td>95.24</td>
<td>87.50</td>
</tr>
<tr>
<td></td>
<td>C</td>
<td>81.82</td>
<td>95.24</td>
<td>90.63</td>
</tr>
<tr>
<td></td>
<td>A &amp; c</td>
<td>81.82</td>
<td>100.00</td>
<td>87.50</td>
</tr>
</tbody>
</table>

**Note:** \(A\) means the absorption spectral analysis method, \(c\) means the scattering spectral analysis method, and \(A & c\) means the combined spectral analysis method.
raises the calculated value of reduced scattering coefficient by
the IAD algorithm,\textsuperscript{6,34,35} the scattering spectral analysis
neglects the information.

In order to evaluate the effectiveness of a diagnosis tech-
nique, the statistical analysis is commonly applied to test the
significant difference between normal or lesion tissues based
on lots of samples. For one testing sample, clinicians are more
concerned about the sensitivity, specificity, and accuracy of the
technique. In this work, not only the statistical analysis of two
self-defined parameters was tested, but also the effectiveness of
various spectral analysis methods was evaluated. Taking the
above results into consideration, the combined analysis method
of the absorption and scattering spectra is superior compared to
the sole absorption or scattering spectral analysis method.

With the development of various optical techniques, optical
biopsy shows potential in the diagnosis of breast tumor,\textsuperscript{41,42}
which depends strongly on the accuracy of tissue optical prop-
erties. \textit{In vivo} measurements are the most powerful evidence to
disease diagnosis, yet still suffer from limited information on
tissue optical properties. Fixed tissue is different from \textit{in vivo}
condition. For instance, the information of blood oxygen satu-
ration is lost with this method, yet some important information is
kept such as content of water and lipid. Besides, the morphology
of tissue can be kept which is also the first procedure of the
histology. The VIS-NIR spectroscopy based on fixed tissues
demonstrates some abilities to distinguish malignant tumor tis-
sue from benign tumor and normal human breast tissues, which
will provide significant reference for optical biopsy.

Until now, surgeons always wait for the results of histopa-
thological diagnosis before they decide to perform a mastectomy.\textsuperscript{21}
It usually takes several days, because the time-con-
suming process includes about 50 steps. For instance, it spends
24 h on tissue fixation and 15 h on dehydration. The tissue block
is then sliced by microtome and heated to fix slices on microscope
slides, and then stained by hematoxylin-eosin. If the immunohis-
tochemistry staining is used, the patient needs to wait for a longer
time. Before microscopic examination, the slice should be
sealed.\textsuperscript{21} In addition, the microscopic examination depends on
the judgment of the pathologist, which suffers from subjective
factors and experience. In contrast, the proposed spectral analysis
method is based on the integrating sphere technique and IAD
algorithm, which could provide objective values of absorption
coefficient and reduced scattering coefficient of fixed tissues.
As an \textit{in vitro} diagnosis technique, this optical method is
more time efficient than the histopathological examination.

It should be noticed that there are some limitations for the
current study. For the integrating sphere technique, the size of
the excised tissue block should be larger than the sample
port of the integrating sphere. In addition, the accuracy of optical
properties of the sample is relative to the homogeneity of the
sample. Fortunately, it is not difficult to obtain larger breast tis-
sues. In addition, the number of samples is relatively low in this
work, which may influence categorization of the range of optical
parameters (\textit{A}, \textit{c}, and \textit{A} \& \textit{c}) for distinguishing malignant tumor

tissue from benign tumor and normal breast tissues. Future stud-
ies would be necessary to further evaluation of the sensitivity,
specificity, and accuracy of the developed spectral analysis
method by testing large numbers of samples.

5 Conclusions

Based on the measurements of VIS-NIR spectra of fixed sam-
ples \textit{in vitro}, a new combined spectral analysis method of
absorption and scattering parameters was proposed to distin-
guish malignant tumor tissue from benign tumor and normal
human breast tissues. Comparing with the histopathological
examination, the effectiveness of the method was evaluated
by calculating the sensitivity, specificity, and accuracy, respec-
tively. The results show that the sensitivity, specificity, and accu-


## Acknowledgments

This study was supported by grants of the National Nature
Science Foundation of China (Grant Nos. 81171376, 912232710, and 812111313), Science Fund for Creative
Research Group of China (Grant No. 61121004), and the
Research Fund for the Doctoral Program of Higher Educa-
tion of China (Grant No. 20111042110073). This work was
also supported in part by grants 224014 PHOTONICS4LIFE
of FP7-ICT-2007-2; 1.4.09 of RF Ministry of Education
and Science; RF Governmental contracts 14.B37.21.0728
and 14.B37.11.0563; FinDipro, TEKES Program (40111/11),
Finland; IZ74ZO_137423/1, SCOPES EC, UzbiSwitz/RF;
Swiss NSF; 1177.2012.2 RF President’s grant “Scientific
Schools.”

## References

3. R. A. Hubbard et al., “Cumulative probability of false-positive recall or
biopsy recommendation after 10 years of screening mammography,”
4. S. Fantini et al., “Assessment of the size, position, and optical properties
5. B. J. Tromberg et al., “Non-invasive \textit{in vivo} characterization of breast
tumor using photon migration spectroscopy,” \textit{Neoplasia} 2(1–2), 26–40
(2000).
study in compensating for water and lipid content in hemoglobin
8. S. Kukreji et al., “Characterization of metabolic differences between
benign and malignant tumors: high-spectral-resolution diffuse optical
12}(1), 014021 (2007).
10. P. Taroni et al., “Diffuse optical spectroscopy of breast tissue extended to
11. N. Shah et al., “Spatial variations in optical and physiological properties
12. C. Zhou et al., “Diffuse optical monitoring of blood flow and oxygena-
tion in human breast cancer during early stages of neoadjuvant


