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Abstract. We report a self-reference algorithm to discriminate human and nonhuman blood by calculating the
ratios of identification Raman peaks to reference Raman peaks and choosing appropriate threshold values. The
influence of using different reference peaks and identification peaks was analyzed in detail. The Raman peak at
1003 cm−1 was proved to be a stable reference peak to avoid the influencing factors, such as the incident laser
intensity and the amount of sample. The Raman peak at 1341 cm−1 was found to be an efficient identification
peak, which indicates that the difference between human and nonhuman blood results from the C–H bend in
tryptophan. The comparison between self-reference algorithm and partial least square method was made. It was
found that the self-reference algorithm not only obtained the discrimination results with the same accuracy, but
also provided information on the difference of chemical composition. In addition, the performance of self-refer-
ence algorithm whose true positive rate is 100% is significant for customs inspection to avoid genetic disclosure
and forensic science. © 2017 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.22.9.095006]
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1 Introduction
The identification of interspecies blood is important and neces-
sary for forensic science, customs inspection, and veterinary
purposes.1–4 A variety of immunological methods, including
enzyme-linked immunosorbent assay,5 flow cytometry,6 latex
agglutination,7 and chemiluminescence8 have been developed
for quantitative detection of low concentrations of biomarkers
in human blood. The use of microcolumn gel immunoassay
can further differentiate the red blood cell types.9 Even molecu-
lar biology detection method can be used for the analysis of
human race.10 The analytical methods aforementioned are indi-
rect methods requiring the aid of reagents. In the face of an
unknown sample, the reagents may not work if it does not
cover the unknown sample. Therefore, the information of the
species to be analyzed should be provided first.

High performance liquid chromatography (HPLC) is used to
identify human blood because of its advantage of resolution,
sensitivity, and speed. Several HPLC methods have been devel-
oped, which could simultaneously identify a substance, such as
blood and determine its origin of species. Fresh blood and blood
stains from human and animal species were analyzed using this
method by Inoue et al.11 The sensitivity of this approach can be
improved using fluorescence detection with ultraviolet excita-
tion. Mass spectrometry (MS) was demonstrated as an effective
tool in identifying species by Espinoza et al.12 They use the
properties of hemoglobin in blood samples as a means of differ-
entiating one species from another. Several different North

American mammals were identified via the different molecular
weights of their α- and β-chains. For HPLC and MS, the blood
samples were distinguished according to their differences in
hemoglobin, which were accomplished in a destructive manner.
Moreover, these methods require laborious and complex prepa-
ration–separation and extraction procedures. Therefore, it is
desirable to develop a rapid and noninvasive analytical method
for distinguishing human and nonhuman blood samples.

Raman spectroscopy has been widely applied in forensic
field as a simple, rapid, and direct analytical method, including
identification of body fluids,13 quantitation of saxitoxin,14 detec-
tion of minute particles in blood,15 and discrimination of bone
samples.16 Raman spectroscopy was first applied in identifica-
tion of blood samples by De Wael et al.15 They reported that
there was no spectral difference between human, feline, and
canine samples by analyzing the spectra of blood particles
obtained by microspectrophotometry, Raman spectroscopy, or
Fourier transform infrared spectroscopy. Elkins17 also reported
that the infrared spectra of human and sheep blood could not be
visually distinguished. Principal component analysis method
was demonstrated effective to discriminate human, cat, and
dog blood samples by Virkler and Lednev.18 Lednev et al.19

used a partial least squares discriminant analysis classification
model to distinguish human and nonhuman blood samples.
Their model demonstrated 100% accuracy for differentiation
between human and nonhuman blood samples. However, the
physical meanings of each principal component could not be
explained clearly, which means that the difference of chemical

*Address all correspondence to: Jing Gao, E-mail: owengaojing@126.com 1083-3668/2017/$25.00 © 2017 SPIE

Journal of Biomedical Optics 095006-1 September 2017 • Vol. 22(9)

Journal of Biomedical Optics 22(9), 095006 (September 2017)

http://dx.doi.org/10.1117/1.JBO.22.9.095006
http://dx.doi.org/10.1117/1.JBO.22.9.095006
http://dx.doi.org/10.1117/1.JBO.22.9.095006
http://dx.doi.org/10.1117/1.JBO.22.9.095006
http://dx.doi.org/10.1117/1.JBO.22.9.095006
http://dx.doi.org/10.1117/1.JBO.22.9.095006
mailto:owengaojing@126.com
mailto:owengaojing@126.com


compositions between human and nonhuman blood could not be
found using these chemometric methods.

In this paper, we proposed a self-reference algorithm to
discriminate human and nonhuman blood samples. The charac-
terization of the ratio between two Raman peaks was used to
confirm the blood species. The Raman spectra were analyzed
by this method and compared with partial least squares (PLS)
algorithm. The experimental results demonstrated that our
method was as effective as PLS algorithm in discriminating
human and nonhuman blood specimens. Moreover, according
to the identification peak used in this paper, we found that
the primary difference between the Raman spectra of human
and the nonhuman blood was at 1341 cm−1. This result indi-
cates that the chemical composition of tryptophan (C–H bend)
was one of the main factors inducing the small difference of
Raman spectra in human and nonhuman blood.

2 Experimental Setup

2.1 Raman Microscope

A Renishaw inVia micro-Raman spectroscopy system (the
United Kingdom) with the laser excitation wavelength of
785 nm was used to collect the Raman spectra of liquid
blood specimens.20,21 The incident light (785-nm diode laser)
was focused into the sample and the backscattered Raman signal
was collected with a Leica microscope with 50× objective. The
laser power incident on the sample was about 0.6 mW, which is
safe for the blood samples. The wave number was calibrated
with silicon whose Raman spectral peak is at 520 cm−1. The
spectra were measured with an integration time of 10 s. The
Raman spectra at the same sample position were accumulated
seven times. The wave number range of the Raman spectra
for blood samples was 300 to 1700 cm−1. 785 nm was chosen
as the excitation wavelength because more characteristic Raman
peaks can be acquired.20

2.2 Blood Samples

Human blood samples were obtained from the volunteers in
Suzhou and animal blood samples obtained from dog, rat, and
rabbit were provided by Laboratory Animal Center of Soochow
University. All experiments were performed in compliance with
the law. All the blood samples were contained in vacuum blood
collection tubes with anticoagulants (ethylenediaminetetraacetic
acid dipotassium salt dihydrate) and then preserved in icebox
immediately after they were acquired. The spectra were obtained
between 24 and 72 h after the samples were acquired. For each
liquid blood sample, ∼20 μL was placed on an aluminum-
covered microscope slide for detection. The aluminum cover
was used to reduce the fluorescence background.

2.3 Principle of Self-Reference Algorithm

The intensity of Raman scattering signal is decided by the inten-
sity of excitation light of specific wavelength, the property and
quantity of the sample, and the sensitivity of spectrometer. This
relationship has the following form22

EQ-TARGET;temp:intralink-;e001;63;128IRaman shift ∝ K × c × ð∂α∕∂QÞ2; (1)

where IRaman shift is the intensity of Raman spectrum;K is related
to the intensity incident on the sample, the amount of the sam-
ple, and the parameter of the spectrometer. c is the molecular

concentration. α is the polarizability of the molecules. Q is
the vibrational amplitude of the molecule. The parameters c,
α, andQ are all related to the molecule measured. The parameter
c 0 is defined as c 0 ¼ c × ð∂α∕∂QÞ2. Then, Eq. (1) can be
rewritten as

EQ-TARGET;temp:intralink-;e002;326;697IRaman shift ∝ K × c 0: (2)

The traditional single intensity identification method can be
used to identify different materials with different Raman peaks.
But for materials with similar Raman spectra, single intensity
identification method is incapable of action, because the
Raman intensity is related to many factors such as the intensity
incident on the sample and the amount of sample. To solve this
problem, we introduce a method defined as the self-reference
algorithm. In this method, two Raman shifts are used to dis-
criminate the human and nonhuman blood. The one named
as reference Raman peak is used to eliminate the influence
of the interference factors. The other named as identification
Raman peak is used to demonstrate the essential difference
of human and nonhuman blood. The ratio of the identification
and reference peaks’ intensities is calculated as

EQ-TARGET;temp:intralink-;e003;326;512Ratio ¼ IRaman shift 1∕IRaman shift 2: (3)

Using Eq. (1), we can get the following form of Ratio:

EQ-TARGET;temp:intralink-;e004;326;470Ratio ∝ c 0
1∕c 0

2: (4)

Since the Raman spectra are obtained simultaneously, the influ-
ence factors in K are removed by performing the division of
two Raman spectra. Consequently, the calculated Ratio is only
related to the self-reference of molecules 1 and 2. This method
would be effective if the difference between molecules 1 and 2 is
bigger than the noise.

3 Results and Discussion

3.1 Necessity of Self-Reference Algorithm for
Analysis of Raman Spectra of Human and
Nonhuman Blood

The average Raman spectra of human and nonhuman’s blood
are shown in Fig. 1. Even though there is a difference between

Fig. 1 The average Raman spectra of human and nonhuman blood.
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the intensities of human and nonhuman blood, the Raman
shifts of human and nonhuman blood are almost the same.
Therefore, discrimination of human and nonhuman blood only
according to the original Raman spectra is obviously not
suitable.

The Raman spectra were preprocessed with the following
procedures: (1) smooth the signal with Savitzky–Golay algo-
rithm and (2) remove the baseline of the smoothed signal
with adaptive iteratively reweighted penalized least squares
(airPLS).23,24 Figure 2 shows the normalized average intensity
peaks of nonhuman and human blood at 676 cm−1 (pyrrole
symmetric bending), 1003 cm−1 (aromatic ring breathing), and
1449 cm−1 (CH2 and CH3 bend) are approximately equal. The
average intensity from 1310 cm−1 to 1342 cm−1 is obviously
different. Therefore, we decided to make an evaluation on the
discrimination of human and nonhuman blood using the inten-
sity peaks of 1341 cm−1. Since the Raman shift at 1341 cm−1 is
corresponding to C–H bend in tryptophan,25,26 we could specu-
late that human blood contain larger amount of tryptophan than
nonhuman blood.

Figure 3 shows the intensity at 1341 cm−1 of each blood
sample. Samples from 1 to 35 are human blood and the ones
from 36 to 79 are nonhuman blood, respectively. The human
blood’s mean value of intensity at 1341 cm−1 is 1536.8 and the
root mean square (RMS) is 70.5. The nonhuman blood’s mean
value of intensities at 1341 cm−1 is 1604.1 and the RMS is
282.8, which is relatively large. Therefore, even though the aver-
age intensities at 1341 cm−1 of human and nonhuman blood are
different, the discrimination of human and nonhuman blood
according to the single intensity peak is still difficult. The inten-
sity peak of nonhuman blood varies large. This large RMS indu-
ces that the intensity peak at 1341 cm−1 alone is not suitable
for the discrimination of blood specimens. As mentioned in
Sec. 2.3, the Raman intensity is influenced by many factors
such as the intensity incident on the sample and the amount
of sample even for the same spectrometer. Therefore, we intro-
duce the self-reference algorithm. Two intensity peaks are used:
one is named reference intensity peak, such as 1449 cm−1 and
the other is named identification intensity peak, such as
1341 cm−1. By calculation the ratio of identification intensity
peak to reference intensity peak, discrimination of human and
nonhuman blood can be realized.

3.2 First Example of Blood Discrimination Using
Self-Reference Algorithm and its Cross
Validation

Figure 4 shows the results obtained by self-reference algorithm.
The ratio of the intensity peak at 1341 cm−1 to that at
1132 cm−1 for human and nonhuman blood is listed. The mean
value of human blood is 2.3118 and its RMS is 0.3457. The
mean value of nonhuman blood is 1.1868 and its RMS is
0.1936. The threshold for discriminating human blood and non-
human blood is set as the average of the minimal ratio of human
blood and maximal ratio of nonhuman blood, 1.7 in this case as
shown in Fig. 4. The value above this line is human blood and
below this line is nonhuman blood.

Leave-one-out cross-validation method27,28 was used to val-
idate the self-reference algorithm. The cross-validation results
were summarized in Table 1. This table shows the number of
positive identified samples, along with a total percentage of
true positive classifications for each individual species.

To avoid genetic disclosure and protect biodiversity, the
performance of self-reference algorithm whose internal true pos-
itive rate (TPR) is 100% is significant for customs inspection.
These results demonstrate that self-reference algorithm works
well in discriminating human and nonhuman blood, which
has real-world applicability in customs inspection, forensic

Fig. 2 The normalized average spectra of human and nonhuman
blood.

Fig. 3 The intensity of the spectra at 1341 cm−1.

Fig. 4 The ratio of the intensity peak at 1341 cm−1 to that at
1132 cm−1.
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science, and veterinary setting. To demonstrate the ratio used to
discriminate human and nonhuman blood is not coincidental,
different peak choices were performed: (1) the same reference
peak and all the identification peaks; (2) another reference peak
and all the identification peaks.

3.3 Study of Influence of Using Other Identification
Peaks by Self-Reference Algorithm

From Fig. 2, we can see several wave numbers can be used
as the identification intensity peak. The range of identification
wave number is from 1310 to 1342 cm−1. To evaluate the self-
reference algorithm’s generality for all identification wave num-
bers, we calculated the ratio every five wave numbers from the
wave number 1311 cm−1. The results are given in Table 2. The
parameter named with 1 represents human blood and 2 repre-
sents nonhuman blood. The threshold value can be set as 1.7
to discriminate human and nonhuman blood for all the other
wave numbers expect for two wave numbers of 1331 and
1341 cm−1, whose threshold is 1.63 and 1.68, respectively. The
TPR, the false positive rate (FPR), the true negative rate (TNR),
and the false negative rate (FNR) were then analyzed and listed
in Table 3.

3.4 Study of Influence of Using Other Reference
Peaks by Self-Reference Algorithm

To evaluate the influence of choosing the reference wave num-
ber, 1003 cm−1 was chosen as the reference wave number to

compare with the results using peak at 1132 cm−1 as reference.
The same identification wave numbers were used. The results
were shown in Table 4. Compared with Table 2, even though
the threshold value is different, the discrimination of blood
samples is still effective. The threshold value varies because
of the different intensity peak at 1003 and 1132 cm−1. The
accuracy of the discriminations based on the data in Table 4
is 100%.

Figure 5 shows the results obtained by self-reference
algorithm and normalization. The identification peaks of
both are 1341 cm−1. The reference peak in self-reference algo-
rithm is 1003 cm−1. In normalization process, the intensity at
1341 cm−1 is divided by the maximal value of the Raman
spectrum. The results shown in Fig. 5 indicate that the maximal
value for each blood sample is not at the same wavenumber. The
data overlapping of self-reference algorithm and normalization
means the maximal value is just at the reference Raman peak
1003 cm−1. The change of denominator in normalization is
equivalent to the change of reference peak. Therefore, the result

Table 1 Internal cross-validation results for self-reference algorithm.

Actual class

Predicted samples

Nonhuman blood Human blood

Dog 10 0

Rabbit 9 0

Rat 25 0

Human 0 35

True positive rate 100% 100%

Table 2 The results obtained by the ratio of identification peak at different wave numbers to reference peak at 1132 cm−1.

Wave number (cm−1) Mean ratio 1 RMS 1 Mean ratio 2 RMS 2 Minimum ratio 1 Maximal ratio 2 Threshold

1311 2.2694 0.3207 1.2058 0.1866 1.8560 1.5768 1.7

1316 2.2787 0.3486 1.1804 0.2052 1.7290 1.6520 1.7

1321 2.3081 0.3342 1.1998 0.1983 1.7606 1.6704 1.7

1326 2.2871 0.3319 1.1772 0.1949 1.8424 1.6496 1.7

1331 2.2100 0.3338 1.1878 0.1796 1.6307 1.6256 1.63

1336 2.2198 0.3211 1.2567 0.1833 1.7213 1.6833 1.7

1341 2.2194 0.2665 1.3904 0.1572 1.6848 1.6744 1.68

Table 3 The identification rates when the reference peak is
1132 cm−1.

Wave
number (cm−1) TPR (%) FPR (%) TNR (%) FNR (%) Threshold

1311 100 0 100 0 1.7

1316 100 0 100 0 1.7

1321 100 0 100 0 1.7

1326 100 0 100 0 1.7

1331 100 0 100 0 1.63

1336 100 0 100 0 1.7

1341 100 0 100 0 1.68

Note: TPR, human blood identified as human blood/total human blood.
FPR, nonhuman blood identified as human blood/total human blood.
TNR, nonhuman blood identified as nonhuman blood/total nonhuman
blood.
FNR, human blood identified as nonhuman blood/total nonhuman
blood.
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obtained by normalization is lack of stability theoretically, even
though the discrimination could be realized occasionally. The
peak intensity at 1341 cm−1 in normalized Raman spectrum
is not a suitable parameter that can be used to discriminate
human and nonhuman blood.

3.5 Validation of the Self-Reference Algorithm by
Blind Test

In total, 10 human blood samples and 16 animal blood samples
(four dog blood samples, four rabbit blood samples, four rat
blood samples, and four horse blood samples) were used to
validate the self-reference algorithm. 1003 cm−1 was chosen
as reference peak. 1341 cm−1 was chosen as the identification
peak. The results were displayed in Table 5 and Fig. 6.
Therefore, the self-reference algorithm is proved to be accurate
and stable by blind test.

Table 4 The results obtained by the ratio of reference peak at 1003 cm−1 to identification peak at different wave numbers.

Wave number (cm−1) Mean ratio 1 RMS 1 Mean ratio 2 RMS 2 Minimum ratio 1 Maximal ratio 2 Threshold

1311 1.0939 0.1548 0.4988 0.0987 0.8313 0.7901 0.8

1316 1.0976 0.1672 0.4886 0.1063 0.8137 0.7755 0.8

1321 1.1116 0.1601 0.4961 0.1021 0.8905 0.8050 0.85

1326 1.1029 0.1656 0.4872 0.1012 0.8587 0.7836 0.8

1331 1.0719 0.1595 0.4918 0.0950 0.8217 0.7531 0.8

1336 1.0448 0.1481 0.5007 0.0917 0.8346 0.7942 0.8

1341 1.0613 0.1300 0.5582 0.0972 0.8644 0.8138 0.84

Table 5 The validation of the self-reference algorithm.

Spectrum Predicted class Actual specimen Spectrum Predicted class Actual specimen

Unknown 1 Nonhuman Rabbit Unknown 14 Nonhuman Rat

Unknown 2 Nonhuman Dog Unknown 15 Human Human

Unknown 3 Human Human Unknown 16 Human Human

Unknown 4 Human Human Unknown 17 Nonhuman Horse

Unknown 5 Nonhuman Rat Unknown 18 Human Human

Unknown 6 Nonhuman Rat Unknown 19 Nonhuman Dog

Unknown 7 Nonhuman Dog Unknown 20 Human Human

Unknown 8 Nonhuman Horse Unknown 21 Nonhuman Horse

Unknown 9 Human Human Unknown 22 Nonhuman Rat

Unknown 10 Nonhuman Rabbit Unknown 23 Human Human

Unknown 11 Nonhuman Dog Unknown 24 Nonhuman Rabbit

Unknown 12 Nonhuman Horse Unknown 25 Nonhuman Rabbit

Unknown 13 Human Human Unknown 26 Human Human

Fig. 5 The discrimination of human and nonhuman blood with self-
reference algorithm and normalization.
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3.6 Comparison Between Self-Reference Algorithm
and Partial Least Square

The PLS29,30 discrimination analysis was applied and the results
were shown in Fig. 7. Figure 7(a) shows the 2-D score distri-
butions of PC1 and PC2. Figure 7(b) shows the 3-D score dis-
tributions of PC1, PC2, and PC3. The results indicate that the
discrimination of human and nonhuman blood could be realized
with two principle components.

The performance of PLS model was also evaluated with
leave-one-out cross-validation method. The results were dis-
played in Table 6. Both self-reference algorithm and PLS can
achieve satisfactory results. However, the model construction
by self-reference algorithm is much easier. Moreover, the differ-
ence of chemical composition between human blood and animal
blood can be well analyzed by self-reference algorithm. We find
the C–H bend in tryptophan in blood is one of the main factors
that induce the difference of the Raman spectra between human
and nonhuman blood. For forensic science and veterinary pur-
poses, we want to know not only the blood species, but also the
relative concentration of some chemical components. Self-refer-
ence algorithm can provide the relative concentration informa-
tion. In comparison, for PLS model, the information of the
difference in chemical composition and the relative concentra-
tion cannot be achieved, although the results are enough for
discriminating human and nonhuman blood.

4 Conclusion
In this study, self-reference algorithm was proved to enable an
effective discrimination of liquid human and nonhuman blood.
The reference Raman peak at 1003 cm−1 and identification
Raman peak at 1341 cm−1 were chosen for more stable and
effective performance, in which term the threshold value was
determined to be 0.84. The cross validation and blind test dem-
onstrate the accuracy and the TPR of discrimination are both
100%, which indicates potential real-world applications in
forensic science and custom inspection. In addition, the selec-
tion of Raman peak at 1341 cm−1 (corresponding to the C–H
bend in tryptophan) as the optimized identification peak indi-
cates there is a significant difference of tryptophan contents
in human blood and that in nonhuman blood. In conclusion,
the self-reference algorithm could not only discriminate
human and nonhuman blood with highly accurate and stable
results, but also point out their significant difference of chemical
composition.
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