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Abstract. Aminolevulinic acid �ALA�-induced protoporphyrin IX
�PpIX� fluorescence is studied as a contrast agent for noninvasive de-
tection of murine glioma, using the fluorescence-to-transmission ratio
measured through the cranium. Signals measured prior to administra-
tion of ALA are very similar between control animals, 9L-GFP, and
U251 tumor-bearing animals. However, 2 h after ALA administration,
the PpIX signal from both tumor-bearing groups is significantly higher
than the control group �9L-GFP group p-value=0.016, and U251
group p-value=0.004, relative to the control group�. The variance in
signal from the 9L-GFP group is much larger than either the control
group or the U251 group, which is consistent with higher intrinsic
PpIX fluorescence heterogeneity as seen in situ at ex vivo analysis.
Decreasing the skin PpIX fluorescence via intentional photobleaching
using red light �635 nm� is examined as a tool for increasing PpIX
contrast between the tumor-bearing and control groups. The red light
bleaching is found to increase the ability to accurately quantify PpIX
fluorescence in vivo, but decreases the specificity of detection be-
tween tumor-bearing and nontumor-bearing groups. © 2009 Society of
Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.3065543�
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Introduction
minolevulinic acid �ALA�, the precursor to protoporphyrin

X �PpIX�, has been under extensive study as a photosensi-
izer for photodynamic therapy �PDT� and for photodiagnosis
PD� in oncology for more than 20 years.1 While much of the
ocus with ALA detection of tumors has been in thin squa-
ous tissues, perhaps one of the most successful applications

f ALA-PpIX for fluorescence visualization, and certainly the
ost important to the work presented here, has been the use

f ALA-induced PpIX for surgical guidance of brain tumor
esection due to demonstration of high PpIX signal in the
umor tissue compared to the normal brain.2–4 The use of this
ontrast agent to detect tumors noninvasively has seen little
tudy, yet transmission of the fluorescence through bulk tissue
p to several centimeters is readily feasible. With postprocess-
ng of the signal to normalize for attenuation and to provide
pectral filtering to remove background, it is feasible to de-
elop noninvasive tools for detection of tumors and tracking
he production of PpIX at the tissue surface for a variety of
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ournal of Biomedical Optics 014007-
orthotopic murine tumors, both implanted and of transgenic
origin. This study has focused on these aspects of the problem
in the context of murine glioma.

Administration of ALA overloads the heme synthesis path-
way, which exists in all mammalian cells, and fluorescently
detectable levels of PpIX are produced.5–7 ALA-induced PpIX
is now used extensively in dermatologic applications, with
approval for treatment of actinic keratosis in the United States
in 1999.8 Methyl-aminolevulinic acid �MAL�, an ester deriva-
tive of ALA, has been approved in Europe for treatment of
skin lesions.8 One confounding factor in detection is the het-
erogeneity of PpIX production between tumor subtypes and
even within an individual tumor. PpIX production levels be-
tween various tumor lines in vitro have been found to be quite
heterogeneous;9 however, most brain tumor cell lines are
known to have higher PpIX production than normal brain
cells,10–12 indicating that there is likely always positive con-
trast relative to normal brain. This data agrees with ALA-
induced PpIX fluorescence in vivo in preclinical models as
well as clinical data, where significant differences in tumor
tissue removal can be achieved through fluorescence-guided
surgery compared to conventional white light surgery.2,13

Extensive study on human glioma patients has been com-
pleted by Stummer et al.,13 culminating in a multicenter clini-

1083-3668/2009/14�1�/014007/8/$25.00 © 2009 SPIE
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al trial where ALA-induced PpIX fluorescence-guided resec-
ion of human gliomas was compared to conventional white
ight resection. The contrast-enhancing portion of the tumor,
s detected by magnetic resonance imaging, was completely
emoved in 65% of the fluorescence-guided resections, com-
ared to 36% of the white light surgeries. This increased
month progression free survival to 41% in the fluorescence-

uided resection group as compared to 21.1% in the white
ight resection group.13 The ability to visualize PpIX fluores-
ence in brain tumor tissue over normal brain tissue via sur-
ical guidance was motivation for this work on noninvasive
etection of brain tumors due to high tumor-to-normal brain
issue PpIX fluorescence signals.

Following earlier studies completed in vitro,9 PpIX fluo-
escence was explored for its ability to delineate tumor-
earing animals from healthy animals in a noninvasive man-
er. Transmission fluorescence spectroscopy was used for
oninvasive detection of PpIX fluorescence, while normaliz-
ng the signal to the transmitted excitation light signal.14 Even
hrough use of this transmission geometry, the PpIX fluores-
ence signal from the mouse skin was found to influence mea-
urements, so skin photobleaching was explored as a method
o increase PpIX signal contrast between tumor-bearing ani-

als and healthy animals.15–17

Materials and Methods
.1 Cell Culture
wo cell lines were used in the studies presented; the 9L rat
liosarcoma cell line transfected with green fluorescent pro-
ein �9L-GFP� and the human glioma cell line U251. The
L-GFP cell line was a generous gift from Alexi Bogdanov.18

he cell lines were cultured in Dulbecco’s modification of
agle’s medium �Cellgro, Mediatech, Herndon, Virginia�,
upplemented with 10% fetal bovine serum �Atlanta Biologi-
als, Lawrenceville, Georgia� and 1% penicillin/streptomycin
rom a stock solution of 10,000 IU penicillin and
0,000 �g /ml streptomycin �Mediatech, Herndon, Virginia�,
nd were kept incubated at 37°C in a 95% air and 5% carbon
ioxide humidified environment.

.2 Murine Glioma Model
oth cell lines �9L-GFP and U251� were used for intracranial

mplantation into male athymic nude mice about 6 weeks of
ge. Mice were anesthetized using ketamine/xylazine in a
0:10-mg /kg ratio, and their body temperature was main-
ained during anesthesia via a heating pad. A small incision
as made in the scalp exposing the top of the skull so that the

andmarks on the brain were visible. A Dremel drill was used
o make a 1-mm hole in the skull, located 2 mm in front of
he bregma and 2 mm to the left of the midline, after which
he needle was inserted 2 mm deep into the brain via guid-
nce from a sterotactic frame. A total of 1�106 cells in 10 �l
f phosphate buffered saline �PBS� were injected over 5 min
sing a Hamilton syringe. After the injection, the needle was
lowly retracted, the skull was cleaned to ensure cells were
ot deposited outside the brain, and bone wax was used to
over the hole drilled in the skull. Finally, the incision in the
calp was closed with a small amount of Vetbond Tissue Ad-
esive �J.A. Webster, Inc., Sterling, Massachusetts�. Mice
ournal of Biomedical Optics 014007-
were examined daily following surgery to ensure proper heal-
ing of the scalp. Control mice were implanted with 10-�l
PBS without cells to allow similar surgical procedures to be
performed on all mice.

2.3 Single Channel Fluorescence Spectroscopy
System

A schematic of the single channel spectroscopy system can be
seen in Fig. 1�a�. The system consisted of a 250-mW,
635-nm diode laser �Power Technology, Incorporated� for ex-
citation collimated onto the chin of the mouse. The light trans-
mitted through the mouse head was collected through a sec-
ond collimator, and passed through a 650-nm LP filter prior to
spectrally resolved detection through a spectrometer
�1200-l /mm grating, SpectraPro 300, Acton Research, Acton,
Massachusetts� and onto a cooled charge-coupled device
�CCD� camera �Spec-10:400BR/XTE, Princeton Instruments,
Acton, Massachusetts�. Data from the camera were captured
and transferred using commercial software �Winspec, Acton
Research�. The spectrometer was centered at 705 nm to col-
lect the PpIX fluorescence emission peak, and at 615 nm to
collect the transmitted intensity from the 635-nm laser. A
mouse holder consisted of a bed in a light tight box with holes
180-deg apart from one another to hold the collimators, for
collection of spectroscopy data �Figs. 1�b� and 1�c��.

2.4 Spectroscopy Data Collect and Processing
At each time point, the mouse was placed in the mouse holder
with the collimators in contact with the head. Fluorescence
emission data was collected with the spectrometer centered at
705 nm, and the exposure time adjusted to obtain signals in
the linear range of the spectrometers with maximal signal-to-

Fig. 1 �a� A schematic of the single channel spectroscopy system is
shown containing a 635-nm laser, a spectrometer, a 650-nm LP filter,
and a computer. In �b�, a photograph of the system with the light tight
box open is shown. In �c�, a sample mouse is shown in the holder in
position for measurement.
January/February 2009 � Vol. 14�1�2
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oise level. The light was passed through the 650-nm LP filter
o collect the PpIX fluorescence emission prior to detection by
he spectrometer �Fig. 2�a��. Prior to any movement of the

ouse, transmittance data were also collected, where the
pectrometer was centered at 615 nm to allow detection of the
35-nm laser intensity through the 650-nm LP filter, and the
xposure time was again adjusted to ensure detection in the
inear range of the spectrometers �Fig. 2�b��.

The raw spectral excitation and emission data were post-
rocessed by a two-step process involving spectral fitting and
hen normalization. PpIX fluorescence data were collected us-
ng a liquid tissue simulating phantom composed of 1% In-
ralipid to simulate scattering, 1-mg /L India ink to simulate
bsorption, 1-�g /mL PpIX in dimethyl sulfoxide to simulate
n vivo PpIX concentrations, and 5% Tween 20 to decrease
ggregation of PpIX, a hydrophobic molecule, in solution.
he spectral shapes of PpIX obtained from these tissue-
imulating phantoms were normalized to one and used for
pectral fitting of in vivo PpIX data. The fluorescence data
ere spectrally fitted using a MatLab program to perform a

inear least squares fit to the PpIX phantom data, so that the
onspecific background signal could be deconvolved from the
pIX fluorescence signal �Figs. 2�c� and 2�d��, as it had a
istinctly different spectral shape. The area under the decon-
olved PpIX fluorescence curve was then calculated and re-
orted as a single number. Both the fluorescence emission
ata and the transmittance data were normalized to counts/
econd to account for differences in exposure time. Then the

ig. 2 In �a�, the PpIX fluorescence emission data are plotted for a sam
he head of a sample mouse is shown. In �c�, the PpIX fluorescence d
hantom data. In �d�, the deconvolved fluorescence and nonspecific
ournal of Biomedical Optics 014007-
integrated fluorescence intensity was normalized to the inte-
grated transmitted laser intensity to account for positional dif-
ferences between measurements of a single mouse, as well as
variations in optical properties,14 resulting in the fluorescence-
to-transmittance ratio.

2.5 Protoporphyrin IX Detection of Brain Tumors
At 10 to 14 days after tumor implantation, the mice were im-
aged via a large bore Philips 3T Magnetic Resonance Imaging
�MRI� Achieva system, using a modified rodent body coil
insert.19 A plastic insert was used in the rodent coil to raise the
mouse into the isocenter of the magnetic field �Figs. 3�a� and
3�b��. Intracranial tumors were identified using T1 turbo spin
echo �TSE� images with and without Gadolinium enhance-
ment �1-�l /mg body weight� �Fig. 3�c��, as well as T2 TSE
imaging sequences. T1 TSE and T2 TSE images were also
collected prior to sacrifice for in vivo and ex vivo tumor com-
parison.

Prior to ALA administration, the mice were placed in the
single channel spectroscopy mouse holder and their back-
ground PpIX fluorescence was measured while they were un-
der inhaled isofluorane anesthesia. The mice were then admin-
istered 100-mg /kg ALA dissolved in PBS by intraperitonal
�IP� injection. Two hours after ALA administration, the PpIX
fluorescence was again measured using the single channel
spectroscopy system. The mice were then sacrificed, their
brains extracted, and placed back into the spectroscopy sys-

use. In �b�, the transmittance spectrum from the 635-nm laser through
spectrally fitted to a reference PpIX spectrum from tissue-simulating

ound signals are shown.
ple mo
ata are
backgr
January/February 2009 � Vol. 14�1�3
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em for ex vivo measurement of the tumor in situ. Following
ollection of all spectroscopy measurements, the brain was
ectioned in a coronal plane and imaged on a fluorescence
late scanner �Typhoon 9410, GE Healthcare Life Sciences�
ith the cut faces of the brain facing the imaging plane of the

canner. The tissue slices were imaged for PpIX fluorescence
sing a 633-nm excitation laser and a 650-nm LP emission
lter, and when appropriate, then scanned for GFP fluores-
ence using a 488-nm laser with a 526-nm SP emission filter.
ollowing fluorescence imaging, the brain slices were sent to
athology for routine hematoxylin and eosin �H&E� staining.

.6 Red Light Time Course Photobleaching
our control mice, nine 9L-GFP tumor-bearing mice, and
even U251 tumor-bearing mice were compared in this study.
n each group the tumors were implanted, identified via MRI,
nd the PpIX fluorescence of each mouse was then measured
sing the single channel spectroscopy system as described
reviously. Following the measurement 2 h after the admin-
stration of ALA, the 635-nm laser was left running and sub-
equent measurements were collected after 1, 2, 4, 8, 16, 24,
nd 32 min to allow for photobleaching of the skin PpIX
uorescence signal.

.7 Statistical Analysis
ifferences between all groups were established through box

nd whisker plots and unpaired two-tailed students-t tests to
stablish p-values for comparison of all groups of interest. All
ox and whisker plots shown illustrate the median as the cen-
er line and the interquartile range as the enclosed box show-
ng 75% of the data. The upper whisker represents
3+1.5�Q3−Q1� and the lower whisker represents

ig. 3 In �a�, the rodent coil inside the 3T MRI is shown, and in �b� an
xample mouse in the rodent coil with IP catheter for Gd-DTPA injec-
ion is shown. In �c�, a sample set of T1 coronal turbo spin echo
ontrast enhanced �TSE-CE� images are shown for a 9L-GFP tumor.
ournal of Biomedical Optics 014007-
Q1−1.5�Q3−Q1�, where Q is the quartile. Each open circle
represents the fluorescence-to-transmittance ratio of one
mouse.

The ability to quantify PpIX fluorescence spectroscopy as
a method to detect tumors was assessed by receiver operator
characteristic �ROC� analysis. The values for sensitivity and
specificity were estimated based on the number of true posi-
tives, false positives, true negatives, and false negatives,
where tumor status was confirmed through MRI and histol-
ogy. Sensitivity was calculated as the number of true positive
�TP� cases divided by the number of true positive and false
negative �FN� cases �sensitivity=TP / �TP+FN��. Specificity
was calculated as the number of true negative cases �TN�
divided by the number of true negative and false positive �FP�
cases �specificity=TN / �TN+FP��.20

ROC curves were constructed using different intensity
threshold levels on the PpIX fluorescence-to-transmittance ra-
tio collected from the control, 9L-GFP, and U251 tumor-
bearing mice. As the intensity threshold was changed, the true
positive fraction �TPF� and false positive fraction �FPF� were
calculated, where TPF is synonymous with sensitivity and
FPF is representative of 1 minus the specificity of the tumor
detection modality. The area under the curve �AUC� was cal-
culated from the ROC curves and used as a direct measure of
sensitivity and specificity of the spectroscopy system for tu-
mor detection. An AUC of 1 would indicate that the tumor
detection modality had 100% sensitivity and specificity of de-
tection, while an AUC of 0.5 would indicate there was only
50% sensitivity and specificity, equivalent to random guessing
of tumor status.

3 Results
3.1 Protoporphyrin IX Fluorescence Detection of

Brain Tumors
At 18 to 22 days following tumor implantation, the mice
were measured in the single channel spectroscopy system
prior to ALA administration, 2 h after ALA administration
and ex vivo following brain extraction. As can be seen in Fig.
4�a�, prior to the administration of ALA the mean PpIX fluo-
rescence of the control mice, 9L-GFP, and U251 tumor-

Fig. 4 The PpIX fluorescence-to-transmittance signal ratio �F/T ratio�;
�a� prior to ALA administration in vivo, �b� 2 h after ALA administra-
tion in vivo, and �c� 2 h after ALA administration, measured ex vivo
on the extracted whole brain.
January/February 2009 � Vol. 14�1�4
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earing mice were very similar. However, 2 h after the ad-
inistration of ALA, there was a significant difference

etween the means of the control group and the 9L-GFP
umor-bearing group �p-value=0.016�, as well as between
he means of the control group and the U251 tumor-bearing
roup �p-value=0.004�. The mean PpIX fluorescence of the
L-GFP and U251 groups were similar 2 h after ALA admin-
stration; however, the variance of the 9L-GFP group was
arge compared to that of the U251 group �Fig. 4�b��. Follow-
ng sacrifice, ex vivo measurements were collected on the bulk
rain tissue. As can be seen in Fig. 4�c�, the mean fluores-
ence of the 9L-GFP group was slightly higher than that of
he control group, while the mean fluorescence of the U251
roup was significantly higher than either the control group
p-value�0.0001� or the 9L-GFP group �p-value=0.021�.

.2 Protoporphyrin IX Tumor Tissue Production
Heterogeneity

pIX production following ALA administration was heteroge-
eous between mice, as can be seen in Fig. 5, which shows
hree sample 9L-GFP tumor-bearing mice. For each mouse
he same brain section is shown in a PpIX fluorescence image,

GFP fluorescence image, and an H&E stained image. Ap-
roximately the same section can be viewed in vivo via the T1
urbo spin echo �TSE� Gadolinium contrast enhanced MR im-
ge. Figure 5 illustrates that while some of the 9L-GFP mice
howed PpIX production in the bulk tumor, as can be seen in
ig. 5�a�, most of the 9L-GFP mice only had PpIX fluores-
ence on the periphery of the tumor tissue and virtually no
ncrease in PpIX fluorescence in the bulk tumor tissue over
he surrounding normal brain tissue �Figs. 5�b� and 5�c��. The

ig. 5 Images of mouse brain tissue with 9L-GFP tumors shown with
x vivo GFP �first row�, PpIX �second row�, and H&E �third row� of the
ame sections of the brain. Also, in the bottom row, in vivo T1 turbo
pin echo contrast enhanced �TSE-CE� MRI of approximately the same
ection. In �a�, the PpIX fluorescence can be seen in the bulk tumor as
ompared to the H&E stained image and the GFP fluorescence image.
n �b� and �c�, the PpIX fluorescence was observed only at the periph-
ry of the tumor tissue, not in the bulk tumor as can be seen by
omparing the PpIX fluorescence image with the corresponding H&E
tained images and GFP fluorescence images.
ournal of Biomedical Optics 014007-
pattern of tumor tissue PpIX production in the 9L-GFP gliosa-
rcoma model was very different from that seen in the U251
glioma model. Figure 6 shows that the PpIX production in the
U251 tumors was confined to the bulk tumor when compared
to the H&E stained section in all three examples. It can also
be seen that the T1 TSE Gadolinium-enhanced MR images
and T2 TSE MR images allowed for in vivo visualization of
approximately the same tumor tissue section shown ex vivo.

3.3 Red Light Time Course Photobleaching
Due to high PpIX production in skin tissue, selective pho-
tobleaching of skin PpIX fluorescence should improve nonin-
vasive tumor tissue detection. The mean PpIX fluorescence
measured 2 h after ALA administration showed a different
relationship between the control group and the two tumor-
bearing groups than that seen by ex vivo PpIX measurements.
Specifically, the 2-h in vivo measurements showed the 9L-
GFP group with slightly higher mean PpIX fluorescence than
the U251 group �mean PpIX fluorescence: control=25.02,
9L-GFP=43.20, U251=41.50�, as can be seen in Fig. 4�b�,
while the ex vivo measurements illustrated that the mean PpIX
fluorescence of the U251 group was more than twice that of
the 9L-GFP group �mean PpIX fluorescence: control=0.85,
9L-GFP=3.3, U251=6.9� as reported in Fig. 4�c�. The time
course photobleaching measurements were examined to deter-
mine if the red light photobleaching facilitated in vivo visual-
ization of the same PpIX fluorescence contrast pattern seen in
ex vivo measurements.

A similar relationship to that seen 2 h after the administra-
tion of ALA was seen after 1, 2, and 4 min of red light pho-
tobleaching, where the mean PpIX fluorescence of the 9L-
GFP group was slightly higher than that of the U251 group.

Fig. 6 Images of mouse brain tissue with U251 tumors shown with ex
vivo PpIX fluorescence images �first row� and corresponding H&E
stained images �second row� of the same sections of the brain. In vivo
T1 turbo spin echo contrast enhanced �TSE-CE� MRI �third row� and
T2 TSE MR images �fourth row� of approximately the same section
shown in ex vivo images. In �a�, �b�, and �c�, all mice exhibit in-
creased PpIX fluorescence corresponding to the bulk tumor area as
can be seen by comparing the PpIX fluorescence images with the
corresponding H&E stained images.
January/February 2009 � Vol. 14�1�5
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he measurement obtained after 8 min of red light pho-
obleaching showed the mean PpIX fluorescence of the U251
roup was higher than in the 9L-GFP group, which was the
ame relationship that was seen in the ex vivo measurements.
ox and whisker plots that showed the individual mice in
ach group as well as the interquartile range can be seen in
ig. 7 for the mice after 1, 2, 4, and 8 min of red light pho-

obleaching. The measured PpIX fluorescence of the 9L-GFP
roup was considerably reduced following 8 min of red light
hotobleaching, the mean of which was lower than the U251
roup �mean PpIX fluorescence: control=19.92, 9L-GFP
27.24, U251=33.38�.

.4 Receiver Operator Characteristic Analysis
etection of tumor-bearing animals over nontumor-bearing

ontrol animals via ALA-induced PpIX fluorescence spectros-
opy before and after red light photobleaching was assessed
y ROC analysis. ROC curves were plotted for each tumor

ig. 7 The PpIX fluorescence-to-transmittance ratio �F/T ratio� of the
ice in the control group and each tumor-bearing group after �a�
min, �b� 2 min, �c� 4 min, and �d� 8 min of red light photobleach-

ng. The mean of the U251 group was higher than the mean of the
L-GFP group for the first time following ALA administration in the
hotobleaching time course after 8 min of red light photobleaching.

ig. 8 Receiver operator characteristic �ROC� curve for PpIX fluore
ontumor-bearing group and 9L-GFP tumor-bearing group versus con
ompare tumor detection sensitivity and specificity for the two tum
uorescence tumor detection �a� 2 h after ALA administration where t

ight photobleaching where the U251 AUC=0.92 and the 9L-GFP AU
ournal of Biomedical Optics 014007-
type relative to the control animals 2 h after ALA administra-
tion, but prior to any photobleaching �Fig. 8�a�� and after
8 min of red light photobleaching �Fig. 8�b��. Two hours after
ALA administration, prior to any photobleaching, the U251
tumor-bearing group could be detected with higher sensitivity
and specificity than the 9L-GFP tumor-bearing group, com-
pared to the control group �U251 AUC=0.94, 9L-GFP
AUC=0.72�. Following the 8 min of red light photobleach-
ing, detection sensitivity and specificity were decreased in
both tumor-bearing groups over the control group; however,
the decrease was more significant in the 9L-GFP tumor-
bearing group than in the U251 tumor-bearing group. This
decrease in detection sensitivity could be attributed to in-
creased overlap between the PpIX fluorescence-to-
transmittance ratio of the tumor-bearing group and the control
group �U251 AUC=0.92, 9L-GFP AUC=0.69�.

4 Discussion
Two brain tumor lines with very different tissue PpIX produc-
tion patterns were studied in vivo. The 9L-GFP and U251
tumor lines were examined for their ability to detect brain
tumor presence noninvasively via spectroscopic measure-
ments of PpIX fluorescence. Prior to the administration of
ALA, tumor-bearing mice could not be distinguished from
control mice via in vivo PpIX spectroscopy measurements
�Fig. 4�a��. At 2 h after ALA administration, the average PpIX
fluorescence in both tumor-bearing groups was significantly
higher than in the control group �p-value 9L-GFP=0.016,
p-value U251=0.004 relative to control�. Thus, on average a
tumor-bearing mouse could be detected over a normal mouse
by noninvasive in vivo PpIX spectroscopy measurements �Fig.
4�b��. ROC analysis revealed detection sensitivity and speci-
ficity were significantly higher for the U251 group �AUC
=0.94� than for the 9L-GFP group �AUC=0.72� �Fig. 8�a��.
This difference in PpIX fluorescence between the tumor-
bearing groups and the control group was confirmed through
ex vivo PpIX spectroscopy measurements. Both tumor-bearing
groups had higher mean PpIX fluorescence than the control
group, as can be seen in Fig. 4�c�, although the 9L-GFP group

-to-transmittance ratio of U251 tumor-bearing group versus control
oup. The area under the curve �AUC� was calculated as a metric to
s over control, nontumor-bearing animals. The ROC curve for PpIX
1 AUC=0.94 and the 9L-GFP AUC=0.72, and �b� after 8 min of red
9.
scence
trol gr

or type
he U25
C=0.6
January/February 2009 � Vol. 14�1�6
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as only slightly higher than the control group, explaining its
ower sensitivity and specificity of detection in vivo as com-
ared to the U251 group �Fig. 8�a��.

The variance in PpIX fluorescence following the adminis-
ration of ALA seen in the 9L-GFP tumor-bearing group via in
ivo spectroscopy measurements was quite large in compari-
on to the U251 tumor-bearing group or the control group
PpIX fluorescence standard deviation �SD�: control SD
1.64, 9L-GFP SD=17.7, U251 SD=9.45�. A similar pattern
f variance was seen in the ex vivo spectroscopy measure-
ents, where the 9L-GFP group had a larger standard devia-

ion than the U251 group, which was slightly larger than the
tandard deviation of the control group �PpIX fluorescence
D: control SD=1.1, 9L-GFP SD=3.5, U251 SD=1.9�. The
aried ability of the 9L-GFP tumors to produce PpIX fluores-
ence could be explained when the PpIX production pattern
f the tissue was examined in comparison to the GFP fluores-
ence and H&E stained section. Figure 5�a� showed the pat-
ern of PpIX fluorescence expected prior to examination of
he 9L-GFP tumor-bearing group ex vivo. The PpIX fluores-
ence was confined to the bulk tumor tissue, which could be
een when the PpIX fluorescence images were compared to
oth the GFP fluorescence images and the corresponding
&E images. However, many of the mice in the 9L-GFP
roup had a PpIX production pattern more like that illustrated
n Figs. 5�b� and 5�c�, where the PpIX fluorescence in the
ulk tumor was similar to that in the surrounding normal
rain, and increased production of PpIX was only visible in
he periphery of the tumor. These two different production
atterns would lead to high variability of PpIX fluorescence
ignal in vivo, as some tumor-bearing mice in the 9L-GFP
roup would appear to have high PpIX fluorescence, when the
ntire tumor produced PpIX �Fig. 5�a��, while other mice in
he 9L-GFP group would appear to have relatively low PpIX
uorescence, when only the periphery of the tumor produced
pIX �Figs. 5�b� and 5�c��.

The PpIX fluorescence standard deviation in the U251
umor-bearing group was considerably smaller than in the 9L-
FP group by both in vivo and ex vivo spectroscopy measure-
ents. As can be seen in Fig. 6, the PpIX production pattern

n the U251 group was significantly different from than in the
L-GFP group. All of the mice in the U251 group showed
xtensive PpIX production in the bulk tumor tissue and much
igher PpIX signal in the tumor tissue over the surrounding
ormal brain tissue. Thus, PpIX fluorescence signal detected
ia spectroscopy was not as variable as that of the 9L-GFP
roup since all the U251 mice had PpIX production which
orresponded well to content of the brain tumor tissue. This
ecrease in PpIX production heterogeneity of the U251 tumor
odel compared to the 9L-GFP tumor model translated to

ncreased sensitivity and specificity of detection over the con-
rol animals �U251 AUC=0.94, 9L-GFP AUC=0.72�.

Skin photobleaching was examined for its ability to in-
rease PpIX contrast between tumor-bearing mice and control
ice. Due to the high PpIX production of the skin, the in vivo

pectroscopic measurements included PpIX produced in the
rain tissue as well as PpIX produced in the skin. Theoreti-
ally, photobleaching of skin PpIX fluorescence could in-
rease the difference in PpIX signal between control mice and
umor-bearing mice, even though the overall measured signal
ould be decreased. In the red light photobleaching experi-
ournal of Biomedical Optics 014007-
ment, the average PpIX fluorescence following the adminis-
tration of ALA, but prior to any skin photobleaching, was
higher in the 9L-GFP tumor-bearing group than in the U251
tumor-bearing group. However, the ex vivo spectroscopy mea-
surements illustrated that the average PpIX fluorescence of
the U251 group was more than twice that of the 9L-GFP
group. The PpIX fluorescence measurements obtained during
the time course of red light photobleaching were considered
to determine if the ability to quantify the average PpIX con-
tained in the brain tumor tissue was improved. As shown in
Fig. 7�d�, after 8 min of red light photobleaching, a similar
relationship to that seen in the ex vivo data �Fig. 4�c�� was
visible by in vivo spectroscopy measurements, where the
highest mean PpIX fluorescence was seen in the U251 group,
followed by the 9L-GFP group, and then the control group.

The sensitivity and specificity of detection as measured by
AUC through ROC analysis were decreased by the red light
photobleaching compared to 2 h after ALA administration but
prior to any photobleaching. This decrease in sensitivity and
specificity was due to increased overlap of the PpIX
fluorescence-to-transmittance ratio of the tumor-bearing ani-
mals and the control animals �U251 AUC=0.92, 9L-GFP
AUC=0.69� �Fig. 8�b��. Following photobleaching, the shape
of the ROC curve for the 9L-GFP tumor-bearing animals was
significantly different from that prior to photobleaching �Fig.
8�. The sensitivity of detection could be increased to 100%
after photobleaching, although at this level of sensitivity to
tumor presence, the specificity of detection was significantly
decreased and caused detection of false positives. Skin pho-
tobleaching was advantageous in the detection of the 9L-GFP
tumors because, due to the 9L-GFP tumor PpIX production
heterogeneity, 100% sensitivity in detection of these tumors
was not possible without photobleaching. In the case where
tumor PpIX production was heterogenous and tumor detection
was of most importance, skin photobleaching would be ad-
vantageous due to its ability to increase sensitivity to tumor
presence. In contrast, when specificity was most important,
skin photobleaching would not be advantageous, as it signifi-
cantly decreased the specificity of detection for the 9L-GFP
tumor-bearing group.

5 Conclusions
In conclusion, noninvasive PpIX spectroscopy measurements
are able to detect the presence of both the 9L-GFP tumors and
U251 tumors over nontumor-bearing mice using the average
PpIX fluorescence of each group as the metric. The variance
in PpIX production is quite large in the 9L-GFP tumor-
bearing group compared to the U251 group or the control
group. This PpIX production difference can be explained
through tumor tissue PpIX production patterns, where some
of the 9L-GFP tumors have high PpIX fluorescence in the
bulk tumor, while others have increased PpIX fluorescence
only in the periphery of the tumor with little increase in PpIX
fluorescence in the bulk tumor tissue. Red light skin pho-
tobleaching decreases the contrast between the tumor-bearing
groups and the control group, but increases the ability to
quantify the PpIX fluorescence contained within the brain tis-
sue over the PpIX fluorescence in the skin. A noninvasive,
low-cost fluorescence-based detection system has been dem-
onstrated to be useful for detection of brain tumor models,
January/February 2009 � Vol. 14�1�7
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lthough sensitivity and specificity of noninvasive detection
f tumors is influenced by the PpIX production pattern of the
odel tumor tissue. This system could potentially be extended

o other laboratory tumor models following ex vivo studies to
onfirm tumor burden corresponded to PpIX fluorescence in-
ensity, which appears to be model dependent.
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